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De beelden in dit voorbeeldlogboek TTSEO dienen ter inspiratie.
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CZS: Beoordeling schedelbot/hersenstructuur:
Axiale doorsnede, transventriculair vlak

Tls <0.1
Tlb <0.1
Ml 0.8 RM6C
g 21Hz/ 9.4cm
56°/1.5
W Routine 2 Trim./OB
HI'H P1.6.70 - 3.20
Gn -3
C7/M7
FF3/E2
RI1




Meting laterale ventrikel volgens ISUOG Practice Guidelines (updated):

Sonographic examination of the fetal central nervous system. Part 1: performance of
screening examination and indications for targeted neurosonography.

YES no' no? no

Figure 5 (a) Measurement of atrial width of lateral ventricles. Calipers are positioned at level of glomus of choroid plexus, inside echoes
generated by ventricular walls. (b) Diagram illustrating correct caliper placement for ventricular measurement. Calipers are placed correctly
when touching inner edge of ventricular wall at its widest part and aligned perpendicular to long axis of ventricle (YES). Incorrect
placements include middle-middle (no'), outer—outer (no?) and placement that is too posterior in narrower part of ventricle or not
perpendicular to ventricular axis (no?).



CZS: Meting achterhoorn laterale ventrikel (in het HC-vlak)

Tls <0.1
Tib <0.1
MI 0.8 RM6C

— D " 21Hz/ 9.4cm
—_—— _— 56°/1.5

- = T — —— S Roltine 2 Trim./OB
T S— B P).6.70 - 3.20
— Gn -3

C7/M7
FF3/E2

BPD
GA

OFD (HC)

CI (BPD/OFD)

3D




CZS: Axiale doorsnede: transcerebellaire viak
In beeld: cavum septum pellucidum en cisterna magna
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+Cerebellum 18.57"""v
GA 18w5d

;< Cist Mag 4.60 mm




CZS: Wervelkolom sagittaal

(ervaring leert dat hier doorgaans 2 opnames voor nodig zijn)
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CZS: Wervelkolom sagittaal

(ervaring leert dat hier doorgaans 2 opnames voor nodig zijn)




CZS: Wervelkolom sagittaal

(mag ook in 1 opname)

RM7C
18Hz/14.0cm
90°/2.1

Routine 2 Trim./OB
HI H P17.00 - 3.40
Gn -1

C7/M7

FF3/E2




CZS: Wervelkolom coronaal lumbaal




CZS: Wervelkolom coronaal sacraal

Tls <0.1

Tib <0.1 -

MI 0.8 RM6C Routine
25Hz/ 9.4cm HIM




Gelaat: Sagittale doorsnede profiel

SEO SEPIA 1 TIB0.3 MI 0.5 SEO SEPIA TiB0.2 MI 1.0
eL18-4 :

M3
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Gelaat: Doorsnede orbitae transversaal

Tis <0.1
Tib <0.1

Routine 2

Tls <0.1
Tib <0.1
Ml 0.8 RM6C
25Hz/10.3cm
48°/15

Routine 2 Trin
HIHPI670

SEO SEPIA 1

\‘L/

el18-4"

TIB0.2 M| 0.6

M3




Gelaat: Coronale doorsnede beoordeling van de bovenlip
(neus en lippen)

SEO SEPIA TIB0.2 ML1.0

Nose/Lips




Thorax: Vorm thorax, echogeniciteit longen en positie hart

72Hz/ 8.2cm [l o ;l'g g-} oB Fetpal Heart TIB0.3, MI 1.0
MI 0.7 RM6C
63Hz/ 9.3cm
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Thorax: Beoordeling diafragma
(sagittaal in 2 beelden; links en rechts)

SEO SEPIA TIB0.5 MI 0.8 SEO SEPIA TIB0O.5 MI 0.8
C9-2 % C9-2

~ Diaphragm Right




Hart: Vierkamerbeeld
(beoordeling symmetrie, crux en AV-kleppen)




Hart: Linker uitstroombaan (geen Doppler)

OB Fetal Heart
i c9-2
on ol 72Hz




Hart: Rechter uitstroombaan (geen Doppler)




Hart: Three vessel view

72Hz/ 8.2cm

2.0
2/3 Trim. Cardiac/! . RM7C
HIM 770 - 4 . ’ 63Hz/ 8.8cm
] 5




Hart: Three vessel trachea view

Tis 0.1

Tib 0.1 .

Ml 0.7 RM6C 63Hz/ 8.6cm
63Hz/ 9.3cm 2

2/3 Trim. C
HI M




Abdomen: Buikwand en navelstrenginsertie

Voluson
510

RM6C
25Hz/ 8.8cm

ABDOMINAL WALL




Abdomen: Maagvulling
(mag in AC-doorsnede of coronale doorsnede)




Abdomen: Darmpakket




Abdomen: Pyelum nierparenchym links (met meting)

) Linkerpyelum
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Abdomen: Pyelum nierparenchym rechts (met meting)

S’LEQ SEPIA1 TIB0.3 MI 0.6 i i ) -1 i - - - %MI 1.0
eL184 - - a8 . W .. Pyelum Rechts 1.14 mm
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Abdomen: Blaasvulling met navelstrengvaten

Voluson

E8

C5/M17
FF2]E2

1008
Gn-7.2

Frq low] B
Qual normp3cns
WMF low1
PRF 1.8kHz




Extremiteiten: been en voet links (optie 1)

SEO SEPIA TIRO.2 MI 1.0 SEO SEPIA 1 _ S——— TIB0.3 MI 0.6
co-2 ° - - elL18-4 . _
-1 " . M3




Extremiteiten: been en voet links (optie 2)

44Hz/ 6.1cm
39°N1.3

Routine Res./OB
HD Res 8.00 - 4.30
Gn -10

Cco/M7

FF3/E2

RM7C

44Hz/ 6.1cm
39°1.3

Routine Res /OB
HD Res 8.00 - 4.30
Gn -3

Cco/M7

FF3/E2




Extremiteiten: been en voet rechts (optie 1)

SEO SEPIA
C9-2
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Extremiteiten: been en voet rechts (optie 2)

RM7C

33Hz/ 7.3cm
52°N.7

Routine Res. /OB
HD Res 8.00 - 4.30
Gn -3

C6/M7

FF3/E2

44Hz/ 6.1cm
39°/1.3

Routine Res./OB
HD Res 8.00 - 4.30
Gn -3

C6/M7

FF3/E2




Extremiteiten: arm en hand links

44°/ 29Hz 42Hz/10.5cm
2+3 Trim > 47°/2.2
Har-high Routine 2 Trim./OB
Gn 2 HIM 7.80 - 450

C6 / M7 Gn -1

F2 / E3 c8/M7

FF3/E2




Extremiteiten: arm en hand rechts

32Hz/ 7.7cm - 44°/ 29Hz
43°/1.7 2+3 Trim
Routine 2 Trim./OB - - Har-high
HH P1 7.70 - 3.50 Gn 2
Gn -6
cg/M7
FF2/E2




Placentalokalisatie: Placenta — cervix

(Sagittale doorsnede waarop de relatie tussen het onderste deel van de placenta
en de cervix zichtbaar is)

Tis <0.1 e Tis 0.1
Tib <0.1 G" Tib 01
MI 0.9 RM6C MI 0.9 RM7C
22Hz/14.0cm 41Hz/11.8cm
1

CERVIX

CERVIX

+ Dist 0.902 cm
i Dist 5.79 cm




Biometrie: HC (transventriculair vlak)

Tls <0.1 ¢ - g 2+3 Trim.
Tib <0.1 i
MI 0.8 RM6C

e e e e @ 21Hz/ 9.4cm

S - . 56°/1.5
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Biometrie: TCD (transcerebellair vlak) - meting cerebellum

In beeld: cavum septum pellucidum en cisterna magna
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Biometrie: AC (buikomtrek)

19 2/"7.4cm
12} I] £
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Gr/M7

11

N2

/Ci

AC 150.0mm|
HC/AC 11




Biometrie: FL (femurlengte)

TIB0.2 Ml 0.6 Tis <0.1 19.05.2025
)" Tib <0.1 08:35:31
Ml 1.0 9
21Hz/ 6,5€m
o 53/Te
Routine 2 11im./OB
HIH.PI 930 - 2.80
Gn -15
C7l/m7
FF2/E2

+FL 34.49 mm
GA 21w0d
AUA 21w0d
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